
 
APPLICATION PROCEDURE 

  

 
 

Metrolab 2300 
 

αααα-AMYLASE 
mod. IFCC 
 
Liquid 
2 Reagents 
 
 
 

D94570  5 x 100 ml 4 x 100 ml Reagent 1  2500 tests 
  1 x 100 ml Reagent 2  200 µl/test 

D94571 5 x   50 ml 4 x   50 ml Reagent 1  1250 tests 
  1 x   50 ml Reagent 2  200 µl/test 

D96569 5 x   10 ml 4 x   10 ml Reagent 1 250 tests 
  1 x   10 ml Reagent 2 200 µl/test 
D98485 5 x 3 ml Calibrator Diacal Auto  
D98481 12 x 5 ml Control normal Diacon N  
D98482 12 x 5 ml Control abnormal Diacon P  
 
1.  Reagent and Sample Preparation:  
 The reagents are ready to use. For Sample Start mix 4 parts of Reagent 1 with 1 part of Reagent 2. 
 Urine: dilute urine 1 + 1 with distilled water. 
  

2. Instrument settings: 
Sample Start 
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NOTE: 
These suggested instructions and instrument parameters are to be used in conjunction with the reagent package insert and the 
instrument operation manual. Refer to these documents for complete instructions before performing the tests. 




