
 
APPLICATION PROCEDURE 

  

 

NOTE: 
These suggested instructions and instrument parameters are to be used in conjunction with the reagent package insert and the 
instrument operation manual. Refer to these documents for complete instructions before performing the tests. 
 
 

 

DTN-410 
 
BILIRUBIN TOTAL 
JENDRASSIK - GROF 
 
Liquid 
2 Reagents 

 
 

102001 5 x 100 ml 5 x 100 ml Reagent 1  1960 tests 
 (520 ml) 1 x   20 ml Reagent 2  257 µl/test 

102011 5 x   50 ml 5 x   50 ml Reagent 1 980 tests 
 (260 ml) 1 x   10 ml Reagent 2 

 
257 µl/test 

D98485SV 1 x 3 ml Calibrator Diacal Auto  
D98485 5 x 3 ml Calibrator Diacal Auto  

D98481 12 x 5 ml Control normal Diacon N  
D98482 12 x 5 ml Control abnormal Diacon P  
   
1. Reagent Preparation: 
For Sample Start mix 150 parts of Reagent 1 with 1 part of Reagent 2. 
 
Pipette into 
test tubes 

Sample 
blank 

Sample Calibr. 
blank 

Calibr. 

Reagent 1 1000 µl - 1000 µl - 
Working R. - 1000 µl - 1000 µl 
Sample 100 µl 100 µl - - 
Calibrator - - 100 µl 100 µl 
Mix without delay. Incubate for 3 minutes at 30 °C or for   1 
minute at 37 °C. Read absorbance of each test against the 
respective blank within 15 min. 

 
2. Instrument Settings: 
 

Sample Start: 
 

 
NAME: BILI TOT 

 

 
METHOD NUMBER    
11 

 
TYPE:           EP/SB 

REFERENCE   STANDARD 
UNITS : MG/DL 

TEMPERATURE : 25 
LAG TIME : 3 

MEASURE TIME : 0 
VOLUME : 5 

PEAK WL : 550 
L:LIMIT   0.2 
H:LIMIT   2.0 

DEP: RATE   - 
PLACE   CUVETTE 

STANDARD : ** 
 
 
 
 

  




