
 
APPLICATION PROCEDURE 

  

 

NOTE: These suggested instructions and instrument parameters are to be used in conjunction with the reagent package insert 
and the instrument operation manual. Refer to these documents for complete instructions before performing the tests. 
 

DIMENSION 
 

HOMOCYSTEINE 
ENZYMATIC RECYCLING 
 

2 Reagents 
 
 
 
 

908510 4 x 20 ml 3 x 20 ml Reagent 1  
 (78 ml) 1 x 18 ml Reagent 2  

908520 4 x 10 ml 3 x 10 ml Reagent 1  
 ( 39 ml) 1 x   9 ml Reagent 2  
    

Additionally offered:   

909560SV 1 x 1 ml Homocysteine Calibrator 0 µM 
909561SV 1 x 1 ml Homocysteine Calibrator approx. 10 µM 
909562SV 1 x 1 ml Homocysteine Calibrator approx. 33 µM 
905620 4 x 1 ml Homocysteine Control Set (4 levels) 
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Instrument Settings: 
 
 




