
APPLICATION PROCEDURE

MICROLAB 200

GPT (ALT, ALAT)
MODIFIED IFCC

Liquid
2 Reagents

D94620 5 x 100 ml 4 x 100 ml Reagent 1 1000 tests
1 x 100 ml Reagent 2 500 µl/test

D98624 5 x   50 ml 4 x   50 ml Reagent 1 500 tests
1 x   50 ml Reagent 2 500 µl/test

D98485 5 x 3 ml Calibrator Diacal Auto
D98481 12 x 5 ml Control normal Diacon N
D98482 12 x 5 ml Control abnormal Diacon P

1. Reagent preparation:
The Reagents are ready to use. For Sample Start mix 4 parts of Reagent 1 with 1 part of Reagent 2.

2. Instrument settings:

1 NAME ALAT
2 MODE KINETIC
3 FILTER 340
4 TEMP 37°C
5 UNITS U/L
6 R-BLANK NO

-L-Abs 0.000
-H-Abs 2.300

1 CAL-NAME
.NR
.CONC
.REP
.L-Abs 0.000
.H-Abs 2.300

2 FACTOR -1745**
3 S-BLANK NO

1 DELAY 20
2 MEAS TIME 20
3 VOLUME 500

1 TEST REP 1
.MAX DEV 0

2 REF-LOW 0
3 REF-HIGH 41
4 L-Abs 0.000
5 H-Abs 2.300

1 CONTROL-1 #
.BATCH-NR #
.TARGET #
.LOW-LIM #
.HIGH-LIM #

2 CONTROL-2 #
.BATCH-NR #
.TARGET #
.LOW-LIM #
.HIGH-LIM #

#) Data entry by the user
*) enter calibration or standard value and position
**) the factor must be checked by a calibration serum.

NOTE:
These suggested instructions and instrument parameters are to be used in conjunction with the reagent package insert and the
instrument operation manual. Refer to these documents for complete instructions before performing the tests.




